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Abstract
Background: Multi-slice computed tomography (MSCT) is becoming an increasingly ackno-
wledged means of visualizing coronary arteries. The accuracy of 64-MSCT is still a subject
of clinical evaluation. Our study, performed with a 64-slice scanner, was intended to assess the
concordance of coronary artery lumen visualization in MSCT and invasive coronary angio-
graphy (ICA), both in post-revascularization and previously medically treated patients.
Methods: We examined data from 73 patients (31 women, 42 men, mean age 59 years)
referred to our hospital in 2006 and 2007 who underwent MSCT and subsequent ICA. Twenty
two patients had a history of previous revascularization. Of the remaining 51 patients with
intermediate coronary artery disease probability, the indication for 64-MSCT was suspicion of
coronary artery disease. MSCT coronary angiography was performed with Aquilion 64 scanner
(Toshiba, Japan). We evaluated 15 segments of four native coronary arteries (RCA, LM, LAD and
Cx in all patients plus 11 arterial and 22 venous conduits). The cut-off value for significant
stenosis was the lumen cross section area reduction exceeding 50%, regardless of segment.
Results: Regarding native arteries, MSCT and ICA findings were coherent in 80.8% of all
patients, 93.8% of vessels, and 98.4% of segments. MSCT coronary stent patency evaluation
was 90.9% correct. The by-pass grafts evaluation was entirely concordant in both methods.
The respiratory and heart rate variability artifacts hindered the MSCT analysis in ten patients
(13.7%). The artifacts occurrence in misinterpreted studies was nearly two-fold higher than in
those that were coherent (21.4% vs. 11.9%).
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Conclusions: We concluded that a reliable evaluation of the coronaries by means of 64-
-MSCT is feasible both in patients with suspected coronary artery disease and those with
definite coronary artery disease who had previous coronary intervention. Patient selection and
co-operation is necessary to avoid respiratory and heart rate variability artifacts that may
hinder analysis. (Cardiol J 2009; 16, 5: 413–417)
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Introduction
Multi-slice computed tomography (MSCT) is
becoming an increasingly acknowledged means of
visualizing coronary arteries (computed tomogra-
phy coronary angiography, CTCA) [1–3]. Not only
does it offer constantly higher image quality, it also
bears no risk of peripheral arteries catheterization.
Moreover, the radiation dose delivered by the mo-
dality remains within reasonable limits, if performed
with modern systems [1, 2]. All the same, invasive
coronary angiography (ICA) still remains the ‘gold
standard’ in coronary stenosis detection [4].
Despite several years of MSCT being present
in the field of cardiac imaging, the scope of indica-
tions for the procedure remains relatively narrow.
The ACC/AHA 2006 Appropriateness Criteria for
Cardiac Computed Tomography and Cardiac Mag-
netic Resonance Imaging [2] specify clinical condi-
tions justifying the use of CTCA imaging. With re-
gard to coronary artery disease (CAD) diagnosis,
the presence of symptoms remains crucial. The
CTCA is considered appropriate in patients with
chest pain syndrome and intermediate pre-test
probability of CAD, uninterpretable echocardiogra-
phy (ECG), uninterpretable or equivocal stress
test or those unable to exercise [2]. In subjects with
acute chest pain, the procedure should be consid-
ered if the serial enzymes remain negative and no
ECG changes manifest [2, 3]. According to an in-
creasing number of studies, CTCA is a diagnostic
modality with high sensitivity and negative predic-
tive value in symptomatic patients at low to inter-
mediate risk [2], with exceptional aptitude to ex-
clude significant CAD presence [3]. In asymptomat-
ic patients, on the other hand, CTCA evaluation is
only regarded as uncertainly indicated in high CAD
risk patients and as utterly inappropriate for those
at low to moderate risk. The possibly least utilized
‘appropriate’ indication is the etiology assessment
in patients with new onset of heart failure, despite
the method being both safe and accurate for differ-
entiating between idiopathic and ischemic dilated
cardiomyopathy [5].
The method’s applicability in post-revasculari-
zation (either percutaneous or surgical) patient
evaluation remains undecided [1–3, 6]. Despite an
increasing amount of favorable data, the MSCT
imaging in symptomatic patients is still classified
as merely uncertain. In post-revascularization
asymptomatic patients, the 2006 ACC/AHA recom-
mendations represent an even less confirmatory
approach, categorizing the modality as inappropriate,
regardless of time since coronary intervention [2].
Indeed, a recently published meta-analysis recog-
nizes a number of limitations, mostly of a procedural
nature [5]. Nevertheless, constant technological
development, leading to the introduction of increas-
ingly more sophisticated systems, including dual-
-source MSCT, allows enhanced coronary artery
visualization, regardless even of heart rate irregu-
larities, which were previously considered a major
drawback [1, 2]. Consequently, the latest studies
conclusively demonstrate the in-stent restenosis
detection feasibility by means of CTCA [6]. Our
study, performed with a 64-slice scanner, was in-
tended to assess the concordance of coronary ar-
tery lumen visualization in CTCA and ICA, both in
post-revascularization and previously medically
treated patients.
Methods
We examined data from patients referred to our
hospital in 2006 and 2007 who underwent CTCA and
subsequent ICA. For this analysis, we selected
73 records in which the time interval between the
two procedures did not surpass two weeks. This
group comprised 31 women, mean age 59 years, and
42 men, mean age 58 years. Twenty two of the pa-
tients had a history of previous revascularization:
eight of them had undergone coronary artery by-
pass grafting, ten percutaneous transluminal coro-
nary angioplasty with stent implantation, and four
a hybrid procedure. The main indication for 64-CTCA
was a recurrence of symptoms that had not been con-
sidered typical. In the remaining 51 patients with in-
termediate CAD probability, as evaluated by means
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of the Diamond-Forrester method [7], the indication
for 64-CTCA was suspicion of CAD. All patients gave
informed consent.
MSCT coronary angiography (CTCA) was per-
formed with Aquilion 64 scanner (Toshiba, Japan).
The detector collimation was 64 × 0.5 mm with the
rotation time of 0.4 s. Computed tomography pitch
factor was 0.2–1. The tube current was set at 400 mA
and tube potential at 120 kV. Depending on the
scanning time, a total dose of 100 mL to 120 mL of
nonionic contrast (iomeprol, Iomeron 400, Bracco
Int.) was injected in the antecubital vein at a flow
rate of 5 mL/s. The ECG-gated scanning of the
heart, preceded by Sure-Start monitoring at the
start scan position, was performed. The cut-off for
heart rate was set at 65 beats per minute. If the
heart rate was higher, metoprolol succinate (Beta-
loc, Astra Zeneca, Sweden) at a dose of 5–10 mg was
administered intravenously, if not contraindicated.
The protocol did not include a use of oral/sublin-
gual short-acting nitrates. The scanning was trig-
gered once the descending aorta opacity reached
180 Hounsfield units. Cardiac images ranging from
the aortic root to the apex were acquired during
a single breath-hold of approximately 10 seconds.
Parameters of reconstruction were as follows:
image width: 0.5 mm, reconstruction interval: 0.3,
total number of images per reconstruction: 453.
Depending on the scanning span, the dose length
product and the effective dose ranged between 1200–
–1400 mGy × cm2 and 19–22 mSv, respectively.
Images of the coronary arteries were trans-
ferred to a remote workstation (Vitrea2; Vital Ima-
ges Inc., USA) for post-processing. We evaluated
15 segments of four native coronary arteries: right
coronary artery (RCA), left main (LM), left anteri-
or descending (LAD) and circumflex (Cx) in all pa-
tients, plus 11 arterial and 22 venous conduits. The
cut-off value for significant stenosis was the lumen
cross section area reduction exceeding 50%, regard-
less of segment. A comparison with invasive ICA
findings which finally revealed significant coronary
stenosis in 39 patients (53.4%) was performed to
verify the accuracy of MSCT assessment. Data was
considered coherent if both ICA and MSCT findings
were either above or below cut-off (> 50%, £ 50%
lumen narrowing). Fisher exact test (c2) was used
for comparisons. A two-sided p-value of less than
5% was considered significant.
Results
Regarding native arteries, MSCT and ICA find-
ings were coherent in 80.8% of all patients, 93.8%
of vessels, and 98.4% of segments. The consisten-
cy of both methods was even higher in patients with
no significant stenosis and reached 94.1% per pa-
tients, 98.5% per vessels and 99.6% per segments
(p < 0.001). We managed to obtain excellent qual-
ity MSCT images in 86.3% of studies. The respira-
tory and heart rate variability artifacts hindered the
MSCT analysis in ten patients (13.7%), three of
whom had an MSCT result inconsistent with ICA
(4.1%). The artifacts occurrence in misinterpreted
studies was nearly two-fold higher than in those that
were coherent (21.4% vs. 11.9%, per patient analy-
sis); however the difference was insignificant. Thus,
we did not exclude them from statistical analysis,
considering artifacts still an incremental part of
MSCT study. There was no significant difference
in location of discrepantly analyzed segments: five
(27.8%) in each of RCA, LAD and Cx, and three
(16.7%) in LM. The MSCT over- (n = 7 segments,
38.9%) or underestimation (n = 11 segments,
61.1%) of stenosis remained unaffected by discrep-
ant plaque morphology which was found to be soft
in ten segments (four over- and six underestimat-
ed), calcified in five segments (two over- and three
underestimated) and mixed in two (both underes-
timated). The by-pass grafts evaluation was entirely
concordant (100%) in both methods (Fig. 1). MSCT
coronary stent patency evaluation was 90.9% cor-
rect (Fig. 2). The modality falsely showed one in-
stent restenosis and failed to visualize one.
Discussion
In accordance with previous observations,
CTCA and invasive coronary artery findings
reached exceptionally high coherence in patients
with no significant coronary stenoses [8–10]. This
observation, together with MSCT non-invasive-
ness, confirms the method’s excellent potential to
efficiently ‘sieve’ patients before eventual referral
to ICA [1, 3]. The above should probably also apply
to subjects with surgical revascularization history,
as demonstrated by our findings [11]. As far as stent
patency evaluation and possible in-stent restenosis
detection are concerned, the situation remains slight-
ly more ambiguous [6]. Although our results seem
promising, data published so far tends to vary, point-
ing at the assessment reliability being dependent
upon not only heart rate irregularity but also stent
size and treated segment diameter [12]. Whether
or not the newly developed techniques, including
dual-source MSCT [13], will overcome these restraints
remains to be seen. Another quandary requiring
further research is defining the actual correlation
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between artifacts occurrence and misinterpretation
risk as well as potential correlation between the
plaque morphology and imaging concordance.
Conclusions
A reliable evaluation of the coronaries by
means of 64-MSCT is feasible either in patients with
suspected CAD or those with a definite CAD who
had previous surgical coronary intervention. Coro-
nary stent evaluation still remains to be explored.
Patient selection and co-operation is necessary to
avoid respiratory and heart rate variability artifacts
that may hinder analysis.
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